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possible to estimate diameters to the
nearest 0.1 millimeter).

(ii) Estimation of potency. Determine
the logarithm of each dose of standard
(x values) and the mean zone diameter
for each dose of standard (y values).
Using the three values of x and the
three corresponding values of y, cal-
culate Σx, Σx2, (Σx)2, Σy, and Σxy. Cal-
culate the regression coefficient (slope,
b) and the Y-intercept (a) of the stand-
ard response line by using the follow-
ing equations:
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where n = the number of standard
doses.

Determine the zone diameter (Y) for
each sample disc being tested. Using
the regression equation
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calculate the concentration (X) for the
mean response (Y) of the sample discs.

(6) Potency. The potency of the batch
is satisfactory if the mean result ob-
tained for the batch is not less than 85
percent and not more than 150 percent
of that represented.

[45 FR 20668, Apr. 6, 1979]

§ 460.15 Streptomycin sulfate discs for
use in culture media.

(a) Requirements for certification—(1)
Standards of identity, strength, quality,
and purity. Streptomycin sulfate discs
for use in culture media are paper discs
intended for impregnation of culture
media in the sensitivity testing of
mycobacteria. They conform to all re-
quirements and to all procedures pre-
scribed by § 460.1(a) for antibiotic sen-
sitivity discs, except that each disc
shall contain streptomycin sulfate
equivalent to 10, 25, 50, or 500
micrograms of streptomycin.

(2) Packaging. It shall be packaged in
accordance with the requirements of
§ 460.1(b).

(3) Labeling. In addition to complying
with the requirements of § 460.1(c) of
this chapter, the labeling shall also
bear information indicating that the
discs are for use in culture media for
the sensitivity testing of mycobacteria
and not for use in ordinary sensitivity
disc plate tests.

(4) Requests for certification; samples.
Requests for certification shall comply
with § 460.1(d).

(b) Tests and methods of assay; po-
tency. Proceed as directed in § 460.6 for
the assay of streptomycin sulfate discs,
except that:

(1) In the assay of streptomycin sul-
fate discs labeled to contain the equiv-
alent of 10, 25, or 50 micrograms of
streptomycin, the control discs shall be
made to contain the equivalent of 6.25,
12.5, 25, 50, and 100 micrograms of strep-
tomycin per disc.

(2) In the assay of streptomycin sul-
fate discs labeled to contain the equiv-
alent of 500 micrograms of strepto-
mycin:

(i) To each 100 milliliters of seed agar
used for the test add 2.0 milliliters of
suspension number 11.

(ii) The control discs shall be made to
contain the equivalent of 50, 100, 200,
400, and 800 micrograms of strepto-
mycin per disc.

§ 460.16 Rifampin discs for use in cul-
ture media.

(a) Requirements for certification—(1)
Standards of identity, strength, quality,
and purity. Rifampin discs for use in
culture media are paper discs intended
for impregnation of culture media in
the susceptibility testing of
mycobacteria. They conform to all re-
quirements and to all procedures pre-
scribed by § 460.1(a) for antibiotic sus-
ceptibility discs, except that each disc
shall contain 25 micrograms of
rifampin activity.

(2) Packaging. It shall be packaged in
accordance with the requirements of
§ 460.1(b).

(3) Labeling. In addition to complying
with the requirements of § 460.1(c), the
labeling shall also bear information in-
dicating that the discs are for use in
culture media for the susceptibility
testing of mycobacteria and not for use
in susceptibility tests of other micro-
organisms as described in § 460.1(c)(2).
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